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Evaluation Criteria for Guarded
Fistula Needles for Hemodialysis

VOL.I NO.I

The federal Needlestick Safety and
Prevention Act (NSPA) of 2000 was
designed to protect healthcare workers
(HCWs) from occupational exposure to
needlestick injuries (NSI) and exposure
to infectious materials by mandating
Occupational Safety and Health
Administration (OSHA) regulations on
the use of safety engineered sharps
devices. Recently, public interest groups
have sought greater protection for
HCWs by petitioning the Food and Drug
Administration (FDA) for an outright ban
of certain sharps devices (see “The
Petition” below). The FDA has recently
solicited and is considering public
comment on this issue.

This white paper details factors unique
to the hemodialysis (HD) setting that
may influence the criteria the FDA will
require for HD sharps safety. It also
seeks to aid HD cdlinicians’ interpretation
of the NSPA and its effective implemen-
tation in the HD setting. Understanding
these issues is of utmost importance to
the nephrology community because,
without engineered safety control
devices, HD HCWs are reportedly twice
as likely to sustain high-risk NSI than
HCWs in all other settings. The high
incidence of NSI in HD is due to factors
unique to HD vascular access and cannu-
lation with arteriovenous fistula (AVF)
needle sharps. Moreover, HD patients
have a significantly higher prevalence of
contagious bloodborne diseases than the
general population, increasing the risk of

transmitting bloodborne pathogens to
the HD HCWV via NSI or blood sprays.

Chronic HD typically involves cannula-
tion of a surgically created arteriovenous
access with two large-gauge, hollow-bore
AVF needle sharps three times per
week. The HD vascular access carries
arterialized blood at rates up to 2,000
mb/minute and at pressures sometimes
approaching 100 mmHg. HD requires
systemic anticoagulation to reduce clot-
ting in the extracorporeal circuit. At the
termination of HD, removal of the AVF
needle will cause high pressure arterial
blood to spurt from the cannulation site
unless the HD HCW has multi-layer
gauze pads pre-positioned on the site so
that double-finger hemostasis pressure
can be applied immediately upon AVF
needle removal to staunch the bleeding.
Failure to provide immediate double-fin-
ger pressure to the cannulation site
presents the risk of life-threatening blood
loss to the anemic, anticoagulated HD
patient and the risk of contaminating the
HD HCW and nearby patients with arte-
rialized blood sprays.

The need for double-finger hemo-
stasis pressure, however, puts the HD
HCW's fingers at severe risk of NSI and
exposure to bloodborne pathogens.
During removal from the HD patient,
the AVF needle sharp must pass within
millimeters of the HD HCW'’s gauze-
holding fingers.

To reduce the risk of NSl in the HD
setting, a number of manufacturers have

developed engineered safety controls for
AVF needle sharps—typically, sliding
safety guards.

Unfortunately, the Petition asks the
FDA to ban sharps devices, including
guarded AVF needles, that do not
“allow(s) or require(s) the worker’s
hands to remain behind the needie at all
times.” As the HD HCW's finger must
be placed in front of the AVF needle to
apply hemostasis pressure whether a
safety guard is employed or not, this cri-
terion should be revised for AVF needles
to recognize the necessity of double-
finger pressure for safe HD treatment,
and rather emphasize the need for an
effective barrier or shield between the
HD HCW's gauze-holding fingers and
the AVF needle sharp during removal

from the HD patient.

More suitable criteria for evaluating
safety guarded AVF needles for HD—
based on considerations of ECRI
(formerly the Emergency Care Research
Institute), an independent, nonprofit eval-
uator of medical devices—are provided
in this report. Features of several com-
mercially available guarded AVF needles
are evaluated under these HD-specific

safety criteria.

EVALUATION CRITERIA FOR GUARDED FISTULA NEEDLES FOR HEMODIALYSIS VOL | NO |



The Federal Needlestick
Safety and Prevention Act

Overview of the Revised OSHA
Bloodborne Pathogens Standard

OSHA estimates that 5.6 million HCWs
in the healthcare industry and related
occupations are at risk of occupational
exposure to bloodborne pathogens
(BBP), including human immuno-
deficiency virus (HIV), hepatitis B virus
(HBV), hepatitis C virus (HCV), and oth-
ers.! According to the U.S. Centers for
Disease Control and Prevention (CDC),
approximately 600,000 to 800,000 NSI
and other percutaneous injuries occur
among HCWs each year.? Studies show
that nurses sustain the majority of these
injuries, and that as many as one-third of
all reported sharps injuries are related to
needle sharps removal and/or disposal
processes.!

As a result of increased attention and
concern about sharps injuries, the NSPA
was signed into law on November 6,
2000 and became effective April 18,
2001. Passed unanimously by the U.S.
Congress, the NSPA mandated the revi-
sion of the BBP Standard to require the
use of safety engineered sharps devices,
with the goal of reducing NSI and expo-
sure incidents.>* OSHA currently
inspects healthcare facilities under this
new law and levies penalties for non-
compliance. Indeed, employee
complaints about non-compliance with
the BBP Standard is a major impetus for
OSHA inspections of healthcare facilities.

Provisions of the Revised Standard
In large part, the required changes
reflect the issues addressed in OSHA’s
1999 compliance directive, including an
increased emphasis on the use of engi-

neering controls such as protective

devices. Together, the 1999 OSHA
compliance directive and the NSPA detail
the following five major requirements:

1. Employers must provide safety-
engineered sharp devices and/or needle-
less systems to their HCWs to reduce the
risk of occupational exposure to HIV,
HCV, and other BBP.

2. “Engineering controls” include
devices with engineered sharps injury
protection that effectively reduce risk
of an exposure incident.

3. Facilities must solicit input on evalua-
tion and selection of safety devices
from frontline HCWs.

4. “Bxposure Control Plans” must
document consideration and
implementation of safer medical
devices.

5. “Sharps Injury Log” must be main-
tained to help identify risk and
evaluate devices.

The Petition

In November 2000, the Public
Citizen’s Health Research Group (HRG)
and the Service Employees International
Union (SEIU) petitioned the FDA to ban
certain sharps devices.” The ban criteria
used in the Petition were adapted from a
1992 FDA Safety Alert, designed to warn
HCWs of the risk of NSI from intra-
venous (IV) devices.® The Petition,
however attempts to apply these criteria
more broadly, and has emphasized a sub-
point in the original FDA Safety Alert—
namely that “the safety feature should
allow or require the worker's hands to
remain behind the needle at all times.”
The HRG and SEIU would like to ban
needle sets (apparently including AVF
needles) that do not meet the following
criteria.

* “a fixed safety feature provides a
barrier between the hands and the
needle after use;

the safety feature allows or requires
the worker's hands to remain behind

the needle at all times;

» the safety feature is an integral part of

the device, and not an accessory;

the safety feature is in effect before
disassembly, if any, and remains in

effect after disposal; and

« the device should be simple and easy

to use, requiring little training.”

As explained below, it is not possible
for the HD HCW’s hands to remain
behind the needle at all times, whether
the needle is guarded or not. The nature
of the high pressure HD vascular access
and the requirements for a large-gauge,
hollow-bore needle require the HD
HCW’s fingers in front of the needle
point during removal to deliver immedi-
ate double-finger hemostasis pressure.
Thus, the criterion requiring “hands to
remain behind the needle at all times”
should be revised for AVF needles to rec-
ognize the necessity of double-finger
pressure for safe HD treatment. A more
suitable approach in the HD setting
would be to emphasize the need for an
effective barrier or shield between the
HD HCW’s gauze-holding fingers and the
AVF needle sharp during removal from

the HD patient.

Needlestick Safety Devices for
Hemodialysis

Because of the unique properties of the
vascular access required for HD and the
large-gauge, hollow-bore needles required
for this treatment, HCWs in the HD set-
ting are at a much higher risk for NSI than
HCWs in other healthcare settings.
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Prior to the enactment of
the federal Needlestick
Safety and Prevention Act,
nephrology nurses
sustained more sharps
injuries than nurses in
other specialties (0.39 vs.
0.17 percutaneous injuries
per year). Of these, 47%
involved blood-filled,
hollow-bore needies. The
overwhelming majority of
these occurred during or
after needle removal and
could have been pre-
vented with effective
shielding of the needle
point upon withdrawal.’

High Flow, High Pressure
Vascular Access and Other
Clinical Considerations

Successful long-term HD depends on
reliable vascular access—literally, it is
the HD patient’s lifeline. Typically,
vascular access is provided by an arterio-
venous fistula or a synthetic dialysis
graft. Both of these structures join a
major, high flow artery with a vein.
Thus, the HD access carries high pres-
sure arterial blood—flowing up to
2,000 mL/minute at pressures some-
times approaching 100mmHg—close to
the surface of the skin.

The vascular access is typically cannu-
lated with two large-gauge (14- or
15-gauge), hollow-bore AVF needles
three times per week. The high flow
rates and large needle size maximize
blood flow through the dialyzer. To
reduce clotting in the extracorporeal
circuit, HD patients are generally

anticoagulated.”

‘While high blood flow rates and anti-
coagulation increase dialysis efficiency,
they pose a unique NSI risk upon
removal of the AVF needle sharps.
Unlike intramuscular or standard phle-
botomy needles, withdrawal of AVF
needles from the high pressure HD
vascular access requires immediate appli-
cation of double-finger pressure with
multiple gauze pads to the cannuiation
sites to prevent arterial spurting (Figure
1).8 Failure to deliver immediate double-
finger pressure can cause significant
blood loss—potentially life-threatening
to the anemic dialysis patient. Moreover,
arterial spurting or spraying presents a
high contamination risk to the HD HCW
and nearby patients.

To avoid the risks of arterial spurting
or spraying, HD HCWs must place their
gauze-holding fingers on the cannulation
site, within a few millimeters of the
sharp needle point during its removal
(Figure 2). Thus, the HD HCWs’ gauze-
holding fingers are at substantial NSI
risk from a blood-filled sharp during
AVF needle removal and delivery of
hemostasis pressure.

Data from the International Healthcare
Worker Safety Center’s EPINet network,
a national multi-hospital database of NSI
and blood exposures, confirm this risk.
From 1993 to 1998, high-risk devices
(blood-filled, hollow-bore sharps)
accounted for twice as many injuries in
the hemodialysis setting (47%) than in all
other healthcare settings (23%). Further,
although AVF needles represent less than
20% of the sharps used in HD, the EPINet
data show that 43% of hemodialysis NSI
with blood-illed needles involved AVF
needles.’

Indeed, in a retrospective analysis of
standard, unguarded AVF needles in the
hemodialysis setting, clinic staff experi-
enced roughly one NSI for every 12,000
cannulations.'?

Figure 1.

Failure to provide immediate double-finger
hemostasis pressure on the needie exit site
upon the removal of the AVF needle resulting
in arterial spurting from the high pressure HD
vascular access. This presents the risk of life-
threatening blood loss to the anemic,
anticoagulated HD patient and the risk of
contaminating the HD HCW and nearby
patients with blood and BBP.

Figure 2.

Removal of an unguarded AVF needle
demonstrating application of double-finger
hemostasis pressure. During removal from the
HD patient, the AVF needle sharp must pass
within millimeters of the HD HCW'’s gauze-
holding fingers.
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High Incidence of Contagious,
Bloodborne Disease in the
Hemodialysis Setting

Compared to the general population,
the HD patient population has a higher
prevalence and a more rapidly growing
incidence of infections with bloodborne
pathogens.!! For example, the U.S. HD
patient population has an HCV inci-
dence of 8.4% compared to only 1.8% in
the general population.’? CDC data show
that from 1985 to 2000 the proportion
of HD patients in the U.S. with known
HIV infection increased from 0.3% to
1.5%, a more than tenfold increase in
absolute numbers.!? These findings
underscore the hazard of NSI in the HD
setting and the need for effective needle-
stick safety devices.

It is also important to realize that even
NSI from “clean needles” pose a signifi-
cant risk to HCWs. While the needle may
be sterile, the skin and gloves of HCWs
are not. Any NSI can inoculate the HCW
with whatever viruses or bacteria are on
their skin or gloves. HCWs may become
infected with these microorganisms sub-
sequent to accidental NSI that introduce
the contaminants into the worker’s blood
or tissues. This risk is particularly rele-
vant in the HD setting, where HCV has
been found on the hands of dialysis clinic
staff,!® HBV antigen has been found on
environmental surfaces,' and nasal car-
riage of Staphylococcus aureus among
dialysis patients may be as high as 80%.!5

Interpretation of the Federal
Needilestick Safety and Prevention
Act for the Hemodialysis
Environment

The unique requirements of high pres-
sure HD vascular access, systemic
anticoagulation, and large-gauge, hollow-
bore sharp AVF needles make careful
interpretation and effective implementa-
tion of the provisions of the NSPA critical
for the safety of the HD HCW and HD
patient.

Manufacturers of HD AVF needles
have sought to develop guarded, safety

versions of their devices. Successful
safety designs have focused on sheaths
or guards that slide up the needle tubing,
rather than engineering controls to
modify the AVF needle itself. Well-
designed sliding guards offer a level of
automatic needle protection—the
safety mechanism is activated during
the normal course of using the device
(i.e., during normal needle removal).

Because HD HCWs must apply dou-
ble-finger pressure to the cannulation
site immediately upon removal of the
AVF needle, there is a crucial need for
pre-removal activation of the safety
device to protect the at-risk gauze-
holding fingers. A safety mechanism that
does not activate until after the AVF
needle is removed leaves a dangerous
gap in the protection of the nephrology
nurse and technician. ECRI, the leading
independent evaluator of medical
devices, has determined that a safety
feature designed to reduce NSI should be
activated prior to needle sharp removal
from the patient.!® Thus, sliding an AVF
needle guard into position such that the
at-risk, gauze-holding fingers are pro-
tected by the guard’s barrier or finger
shield prior to needle removal should
satisfy,ECRI’s preferred safety criteria.
Pre-removal activation occurs if the guard
serves as an effective barrier between the
needle sharp and all fingers of the HD
HCW’s hand that must be in front of the
AVF needle during needle removal and
delivery of hemostasis pressure.

Finally, because two AVF needles are
typically used in HD, and because the
shape, location, size, and depth of the
vascular access differ tremendously, the
safety designs of the guarded AVF needle
must allow for safe insertion and
removal of both needles in various
configurations, without compromising
blood flow, access survival, patient
tolerance, or clinician safety.

Criteria for Evaluating
Guarded Fistula Needles

Many HD facilities have rushed to
implement guarded AVF needles to com-
ply with the new OSHA requirements.
Before selecting any safety device, how-
ever, HD facilities should undergo a
careful evaluation process that involves
input from the HD nurses and techni-
cians who cannulate patients and are
therefore most at risk for NSI. The fol-
lowing evaluation criteria (Table 1)
provide a basis for assessing the safety
and efficacy of guarded AVF needles in
the HD setting. Most importantly, the
safety features should provide effective
protection of the HD HCW, without
modifying the basic AVF needle design
or cannulation procedure, or endanger-
ing the HD patient.

Automatic Needle Protection

In 20% of cases in which NSI
occurred while safety devices were in
use, HCWs had not activated the safety
feature.'” It is likely these injuries could
have been avoided with automatic
needle protection.

In the HD setting, protection from the
AVF necdle should occur during the nor-
mal course of removing the needle from
the patient. Most importantly, the guard
should have a feature that protects the
gauze-holding fingers during needle
removal and allows for the immediate
application of double-finger pressure
upon needle removal (Figure 3). Thus,
automatic protection should be directed
at reducing injury of the HCW's finger(s)
that are most at-risk. The safety mecha-
nism should enclose the needie upon
removal and during subsequent disposal.
Ideally, a one-step locking mechanism
should ensure immediate, simple, and
complete protection. Upon deployment,
the guard should completely house the
blood-illed needle; the safety design

ABA



Table 1: Evaluation Criteria for Guarded AVF Needles

Automatic Needle Protection

Guard (safety device) is activated during the normal course of removing fistula
needle

Guard is an integral part of the needle set

Guard provides one step locking to ensure automatic protection during needle
removal and disposal

Activated guard effectively prevents fingers from entering the guard

Guard serves as an automatic protective barrier between the needle and
gauze-holding fingers during needle removal and allows immediate application
of double-finger pressure at the cannulation site upon needle removal

Needle can enter guard with bevel orientated up or down; locking mechanism
can be activated with bevel in either orientation

Pre-removal Activation

+ Sliding the guard into pre-removal position places a protective barrier between
the cannulated needle and the gauze-holding fingers

* The needle can be withdrawn from the pre-removal position with one hand in a
smooth, one-step motion without compromising ability to deliver immediate
double-finger pressure at the cannulation site

Design Requirements & Use
Guard does not increase the rigid length or diameter of needle hub or make
other changes that alter conventional cannulation approach

Guard does not restrict overall flexibility of the needle set or limit selection
of cannulation site; safety design does not fimit ability to cannulate potential
fistula/graft configurations

Guard allows standard cannulation, taping, and hemostasis procedure

Safety design allows visualization of flashback upon proper needle insertion and
visualization of needle during removal

Safety design does not increase infiltration rate

Activation of safety device does not cause lateral or vertical movement of the
sharp needle point in the vascular access during needle removal or increase the
risk of fistula/graft damage or hematoma

Manufacturer provides clear instructions for use and high quality product
training and support materials

Effectiveness Data

* Published comparative data demonstrate effectiveness of the safety device to
reduce NSI in the hemodialysis setting

EVALUATION CRITERIA FOR GUARDED FISTULA NEEDLES FOR HEMODIALYSIS
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Figure 3.

Use of an effective barrier between the AVF
needle sharp and gauze-holding fingers
provides automatic needle protection upon
needle removal, while allowing immediate
application of double-finger pressure at the
cannulation site.

should not allow the sharp tip to extend
past the base of the guard, offering only
incremental protection.

Pre-removal Activation

Epidemiologic data demonstrate that
the majority of NSI in the HD environ-
ment occur during or shortly after the
removal of unguarded AVF needles from
the patient.” It is likely that these
injuries could be dramatically reduced
by pre-removal activation of needle
safety devices.

Positioning the guard above the
inserted AVF needle (pre-removal activa-
tion) should place a protective barrier or
shield between the needle and the
gauze-holding fingers. From this pre-
removal position, the needle should be
casily and safely withdrawn by pulling
on the needle tubing with one hand in a
smooth, one-step motion that does not
hamper the HCW’s ability to deliver
immediate double-finger pressure at the
needle exit site.

Design Requirements & Use

The effectiveness of any medical safety
device is dependent on proper use. A
simple, intuitive device may optimize
worker safety because of its ease of use.

The safety features of a well-designed
guarded AVF needle provides effective
protection without modifying basic
needle design, standard cannulation,
or hemostasis procedure. Specifically,
safety devices should not alter the
extremely short rigid hub design crucial
to maintaining low lever-arm forces on
the cannulated sharp needle tip—
a standard design of AVF needles for
more than 20 years—to avoid risks of
fistula/graft damage and hematoma for-
mation. Designs that lengthen the rigid
portion of the needle and hub also limit
the number of available cannulation sites
to long, straight fistulas/grafts. This con-
sideration becomes most important for
upper arm fistulas and other tortuous
fistula configurations that provide
restricted needle sites or inconvenient

cannulation angles (Figure 4).

Further, safety devices should not
interfere with standard taping of the
needle set. Similarly, safety devices
should not interfere with the HCW'’s
visual cues of successful needle insertion
(i.e., flashback) or needle removal
(i.e., full visualization of needle upon
removal). The safety device should not
increase the infiltration rate during nee-
dle insertion or damage the vascular
access upon removal. Safety designs that
promote side-to-side or up-and-down
motion of the AVF needle sharp during
removal are flawed, as they may damage

the HD patient’s fragile fistula or graft.

Figure 4.

Tortuous upper arm fistula. Contorted
vascular access configurations provide
restricted needle sites or inconvenient
cannulation angles. AVF needle designs with
an extended rigid needle-hub segment reduce
overall flexibility of the needle set and thereby
limit the selection of cannulation sites. Shorter
needle-hub designs provide a shorter “turning
radius,” maximizing options for needle
placement.

Availability and quality of detailed
product training materials and on-site
support should be critical considerations
for the selection of any medical device.
These considerations are particularly
important in the HD setting, where staif
turnover is extremely high. Likewise, the
reliability of the manufacturer should be
an important factor when evaluating

safety devices.

Effectiveness Data

Under the federal NSPA, safety
devices must effectively reduce risk of
NSI and exposure incidents.
Accordingly, published comparative data
demonstrating efficacy of a safety feature
to reduce NSI in the HD setting should
become the standard for evaluating
guarded AVF needles. In light of the
paucity of published reports, HD clinics
should be encouraged to review their
own Sharps Injury Log to compare safety
of various AVF needle designs.
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Clinical Study of Efficacy of
Guarded Fistula Needles in
the Reduction of NSI

The federal NSPA requires implemen-
tation of needles with safety features that
cffectively reduce exposure incidents
through NSI, yet does not define how
efficacy should be determined. Efficacy
studies should help HD facilities identify
needle safety devices with demonstrated
NSI reduction.

To date, only one comparative study
demonstrating efficacy of a guarded
AVF needle to reduce NSI in the HD
setting has been reported in the clinical
literature.1¢

Conducted at five affiliated dialysis
clinics over a 24-month period, the study
was designed to compare the NSI rate of
conventional, unguarded AVF needles to
a commercially available guarded AVF
needle. All participating clinics had an
existing system for reporting NSI and
access to historical data; all clinics had
used unguarded AVF needles prior to the
study period.

Data collected during the retrospec-
tive and prospective phases of the study
included the number of all unguarded or
guarded AVF needles used, and the num-
ber of NSI that occurred with their use.
INSI data were collected starting with
needle removal from the patient through
disposal of the device. Disposal data

captured NSI reported by HD HCW,
including disposal workers and others in
the HD facility.

NSI data for unguarded AVF needles
were collected retrospectively for 15
months beginning January 1, 1999. The
prospective phase of the study was con-
ducted during the nine-month period
beginning April 1, 2000. For this phase,
use of unguarded AVF needles was dis-
continued and only one guarded AVF
needle design was used.

The guarded needle system
(Medisystems AV Fistula Needles
with MasterGuard® Anti-Stick Needle
Protector, 14- to 18- gauge with back-eye,
clamp, 12” tubing) included a slotted
guard attached to a conventional,
winged Medisystems AVF needle. The
sliding guard is an integral part of the
needle set, yet is separate from the
winged AVF needle, permitting standard
cannulation and site selection. In their
normal hemostasis position, the gauze-
holding fingers activate the guard by
holding a forward extension of the
guard (i.e., pre-removal activation) that
also acts as a finger shicld for the gauze-
holding fingers (Figure 3). With the
guard held stationary by this means, the
needle is withdrawn into a lock in the
guard (i.e., automatic needle protection)
by a normal needle removal technique—
pulling on the tubing.

During the retrospective phase, 107
clinical staff and 273331 HD patients par-
ticipated in the study, with staff performing
81,534 unguarded AVF needle cannulations
and removals. In the prospective phase,
128 clinical staff and 331-370 HD patients
were involved in 54,044 guarded AVF
needle cannulations and removals. Seven
NSI occurred with unguarded AVF
needles, while not a single NSI occurred
with the guarded AVF needles.

Overall, NSI reduction was 100% for
the Medisystems guarded AVF needle
versus the unguarded AVF needle in this
study, with >54,000 cannulations and
removals in each group (p<0.029).1° The
unique FingerShield™ Anchor—which is
engineered to protect the pressure
fingers during and immediately after
needle removal—appears to have helped

eliminate NSI in these HD settings.

Additional efficacy studies are neces-
sary to further assist hemodialysis
facilities in their selection of a guarded
fistula needle that will reduce the risk
of NSI among their clinical staff.

Guarded Fistula Needles

A number of guarded AVF needle sets
are currently available to help HD facili-
ties reduce NSI. Figures 5-8 present four
guarded AVF ncedles and review their
respective safety features in light of the
evaluation criteria suggested above.

EVALUATION CRITERIA FOR GUARDED FISTULA NEEDLES FOR HEMODIALYSIS
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Figure 5.

MasterGuard® Anti-Stick Needle Protector (Medisystems
Corporation, Seattle, WA),

Evaluation—MasterGuard® Anti-Stick Needle
Protector

Automatic Needle Protection: Integrated guard activated
during normal needle removal; activated guard houses needle
completely; one-step locking ensures needle tip not exposed;
FingerShield™ Anchor provides automatic protective barrier
between the needle and gauze-holding fingers, allowing safe,
immediate application of double-finger pressure upon needle
removal

Figure 6.

JMS Platypus™ AV Fistula Needle Guard (JMS North America
Corporation, Hayward, CA).

Evaluation—JMS Platypus™ AV Fistula Needle Guard

Automatic Needle Protection: Integrated guard shdes
forward during normal needle removal; activated guard houses
needle completely after removal; two-step locking ensures
needle tip not exposed; no automatic protective barrier
between the needle and gauze-holding fingers

Pre-removal Activation: Sliding guard forward into pre-
removal position does not place a barrier between the needle

Pre-removal Activation: Sliding guard forward into pre-
removal position places the FingerShield Anchor between the
needle sharp and gauze-holding fingers

Design Requirements & Use: Standard needle-hub length;
standard cannulation and taping procedures; needle removed
by pulling on needle tubing; wings slide into one-step lock
(audible indication of locking); standard hemostasis pressure
(index and middle finger); clear guard allows visualization of
flashback and removed needle; videos, training materials, and
in-service support available

Effectiveness Data: Efficacy study demonstrated 100%
reduction in NSI with MasterGuard® Anti-Stick Needle
Protector compared to unguarded AVF with >54,000
cannulations/removals in each group (p<0.029)'°

sharp and gauze-holding fingers; index finger and thumb grip
guard’s sides during needle removal; gauze-holding fingers
(middle and fourth finger) remain at risk of NSI during needle
removal

Design Requirements & Use: Standard needle-hub length;
standard cannulation and taping procedures; needle removed
by pulling on needle tubing; wings slide into two-step lock
{audible indication of locking); modified hemostasis pressure
required; opaque guard may impair visualization of flashback
and removed needle; videos, training materials, and in-service
support available

Effectiveness Data: Not available

AB A



Figure 7.

JMS WingEater™ AV Fistula Needle Guard (jMS North America
Corporation, Hayward, CA).

Evaluation—]MS WingEater™ AV Fistula Needle
Guard

Automatic Needle Protection: Integrated guard slides
forward during normal needle removal; activated guard houses
removed needle in open-ended container (protection is
incremental, i.e., sharp needle tip may remain exposed; finger
may enter container); no automatic protective barrier
between the needle and gauze-holding fingers; needle enters
guard in bevel-up orientation only

Pre-removal Activation: Sliding guard forward into -
pre-removal position does not place a barrier between the

Figure 8.

Nipro SafeTouch™ Fistula Needle (Nipro Medical Corporation,
Miarni, FL).

Evaluation—Nipro SafeTouch™ Fistula Needle

Automatic Needle Protection: Extended hub (wing protector)
slides forward during needle removal; deployed guard houses
needle completely within hub/wing protector; no automatic
protective barrier between the needle and gauze-holding fingers

Pre-removal Activation: Pre-removal activation (pressing sides of
stopper at base of hub) releases hub/wing protector; pulling tubing
back into hub/wing protector does not place a barrier between

the needle sharp and gauze-holding fingers; index finger holds wing

needle sharp and gauze-holding fingers; index finger rests
above guard during needle removal; gauze-holding fingers
(middle and fourth finger) remain at risk of NSt during needle
removal

Design Requirements & Use: Standard needle-hub length;
standard cannulation and taping procedures; needle removed
by pulling on needle tubing; wings slide into open-ended
container (no audible indication of locking); significant lateral
movement of needie sharp possible as wings enter open-ended
container presents risk of damaging fistula or graft during
needle removal; modified hemostasis pressure required; clear
guard allows visualization of flashback and removed needle;
videos, training materials, and in-service support available

Effectiveness Data: Not available

or hub/wing protector during needle removal; gauze-holding
fingers (middle and fourth finger) remain at risk of NSI during
needle removal

Design Requirements & Use: Extended needle-hub length may
limit vascular access configurations that can be cannulated by
increasing the “turning radius” of the needle set; modified taping
procedure (wing protector remains taped during needle removal);
needle removed by pulling on needle tubing (audible indication of
locking); needle slides into hub/wing protector; modified
hemostasis pressure; white extended hub/wing protector impairs
visualization of flashback and removed needle; videos, training
materials, and in-service support available

Effectiveness Data: Not available

EVALUATION CRITERIA FOR GUARDED FISTULA NEEDLES FOR HEMODIALYSIS

VOL I NO



Summary

The federal NSPA offers non-specific
guidelines for protecting HCWs from NSI
and exposure to bloodborne pathogens.
Interpreting the NSPA in the context of
HD care gives rise to several clear criteria
for the evaluation of guarded AVF needles.
Of primary consideration is the need for
automatic needle protection in the HD
setting. With automatic AVF needie pro-
tection, the safety mechanism is activated
during the normal course of needle
removal from the HD patient.

The HD nurse or technician must place
the gauze-holding fingers directly in front
of the needle during its removal to deliver
immediate double-finger pressure to avoid
arterial spurting or spraying and excessive
blood loss. Sliding an effective guard into
pre-removal position above the needle
(pre-removal activation) should provide
a protective barrier between the needle
and gauze-holding fingers during needle
removal, thereby shielding the at-risk
fingers, while allowing immediate applica-
tion of double-finger pressure at the
needle exit site.

Importantly, the safety device should
not increase the rigid hub length or
diameter, which increases lever-arm
forces on the sharp needle point within
the vessel and limits cannulation site
selection to a relative few straight sections
of fistulas and grafts. The safety device
should allow the nephrology clinician to
follow conventional cannulation and
gauze-holding procedures without
increasing infiltration rates or damaging
the access due to impaired visualization
of the needle or lateral movement of the
AVF needle during removal.

Further, ease of use—which corresponds
closely with the quality of training materials
and on-site support—should be given signif-
icant weight during the selection process. If
users find the device difficult or awkward
o use, they may fail to activate the mecha-
nism correctly or they may choose not to
use the device at all.

Finally, published comparative data
from clinical studies designed to deter-
mine effectiveness of guarded AVF needles
engineered to reduce NSI in the hemodial-
ysis setting provide a scientific basis for
the evaluation of safety designs.

As demonstrated in the single efficacy
study available to date,'® an effective safety
design can dramatically reduce NSI in the
HD environment. Careful evaluation and
thoughtful selection of guarded fistula
needles can help hemodialysis facilities
achieve an important goal—protection of
the nephrology nurse and technician.

Conclusion

Legislation such as the NSPA and inde-
pendent evaluation of resulting sharps
safety devices by ECRI are valuable means
to increase HCW and patient safety and to
reduce the economic burden associated
with NSI and exposure to BBP. However,
petitions, such as the one currently before
the FDA, while well intentioned, do not
take into account the clinical consid-
erations and technical requirements
associated with AVF needle removal from
the high pressure HD vascular access.

The HRG/SEIU Petition asks the FDA to
ban sharps devices, including guarded AVF
needles, that do not “allow(s) or
require(s) the worker’s hands to remain
behind the needle at all times.” As the HD
HCW’s finger must be placed in front of
the AVF needle to apply hemostasis pres-
sure whether a safety guard is employed
or not, this criterion should be revised for
AVF needles to recognize the necessity of
double-finger pressure for safe HD treat-
ment, and rather emphasize the need for
an effective barrier or shield between the
HD HCW'’s gauze-holding fingers and the
AVF needle sharp during removal from
the HD patient.

Evaluating guarded AVF needles using
the HD-specific safety criteria described
herein and in accordance with ECRI crite-
ria will assist policymakers and clinicians
to identify sharps safety designs most
appropriate for the HD setting.
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